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6) IEI Claim(s) 1-3 and 8 is/are rejected.,

7)D Claim(s) is/are objected to.
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DETAILED ACTION

Response to Arguments

1. For Claims 1-3 and 8, Applicant's arguments filed August 21, 2007 have been

fully considered but they are not persuasive. Applicant argues that the function of the

Brugger device is distinct from the claimed device. The function of the Brugger device

is primarily proper fluid balancing for the patient, which it accomplishes by monitoring

blood concentration in the arterial and venous blood circuits, as well as the blood flow

rate of the blood pump and the blood purifying rate of the blood purifier (Brugger, col. 7,

lines 26-31, col. 21, lines 24-53, col. 24, lines 7-34, col. 30, lines 30-49). The function of

Applicant's device is the same.

2. Applicant argues that when the determined fluid reduction ratio differs from a

desired ratio, the Brugger device adjusts a flow restrictor to eliminate the difference,

instead of reporting a trouble condition identifying that at least one of the blood pump

and the blood purifier is malfunctioning. However, Brugger clearly teaches that trouble

conditions such as leaks exist and should be reported (col. 6, lines 53-59, col. 7, lines

39-43, col. 24, lines 38-45, col. 26, lines 7-1 1 , col. 31 , lines 9-1 5). In light of Brugger's

teaching of reporting leaks and other trouble conditions, it would be obvious where the

difference between the measured values and the theoretical value was greater than

expected, to signal a problem in the system.

3. Applicant argues that the claimed device has the advantage of being simpler

than prior art systems, in that fewer pressure sensors are required to detect a
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degradation in the performance of the blood pump and the blood purifier. However, the

claims do not limit the number of pressure sensors. Applicant's specification also

indicates that more than one method may be used to diagnose a trouble condition, such

as visual observation of leaks (specification, page 29, lines 2-4).

Specification

4. The specification is objected to as failing to provide proper antecedent basis for

the claimed subject matter. See 37 CFR 1.75(d)(1) and MPEP § 608.01(c). Correction

of the following is required: The specification does not teach which of the variables and

equations disclosed in pages 12-30 of the specification corresponds to the claimed

second measurement value, the second theoretical value, the difference between the

second measurement value and the second theoretical value, the adjusted blood flow

rate, and the second predetermined acceptable ratio difference.

Claim Objections

5. Claim 1 is objected to because of the following informalities: In Claim 1, line 20,

"the predetermined" should be "the first predetermined". In Claim 8, line 20, "second

first" should be "second". Appropriate correction is required.

Claim Rejections - 35 USC § 112

6. Claim 8 is rejected under 35 U.S.C. 112, first paragraph, as failing to comply with

the written description requirement. The claim contains subject matter which was not



Application/Control Number: 10/713,772 Page 4

Art Unit: 3761

described in the specification in such a way as to reasonably convey to one skilled in

the relevant art that the inventors, at the time the application was filed, had possession

of the claimed invention. The specification does not teach the reporting unit being

configured to report the trouble condition for the blood purifier when the difference

between the second measurement value and the second theoretical value is larger than

the second predetermined ratio difference. The specification also does not teach the

reporting unit being configured to report the trouble condition for the blood pump when

the difference between the second measurement value and the second theoretical

value is not larger than the second predetermined acceptable ratio difference.

Claim Rejections - 35 USC § 103

7. The text of those sections of Title 35, U.S. Code not included in this action can

be found in a prior Office action.

8: Claims 1-3 are rejected under 35 U.S.C. 103(a) as being unpatentable over

Brugger (US 6,554,789).

9. For Claim 1 ,
Brugger teaches a blood purification device having a blood circuit

with an arterial blood circuit and a venous blood circuit (Fig. 1 1 , col. 1 , lines 1 5-1 7, and

col. 9, line 24 to col. 10, line 24). A blood pump is disposed in the arterial blood circuit

(blood pump 92, Fig. 11, col. 10, lines 1-17). A blood purifier is connected between the

arterial blood circuit and the venous blood circuit, and configured to purify blood flowing

in the blood circuit (hemofilter 34, Fig. 1 1 and col. 5, lines 58-64). A first measuring unit

is disposed in the arterial blood circuit configured to measure the blood concentration of
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the arterial blood circuit (upstream sensor measuring pre-treatment hematocrit, col. 24,

lines 8-14). A second measuring unit is disposed in the venous blood circuit and

configured to measure a blood concentration of the venous blood circuit (downstream

sensor for post-treatment hematocrit, col. 24, lines 14-21). Brugger teaches a

calculating unit configured to calculate a first measurement value and a first theoretical

value, the first measurement value referring to a ratio of the blood concentrations

measured by the first measuring unit and the second measuring unit (col. 24, lines 21-

34, col. 30, lines 30-49). Brugger also teaches the first theoretical value referring to a

blood concentration ratio obtained by a formula using a preset blood flow rate and the

blood purifying rate of the blood purifier as parameters (col. 21, lines 24-53 and col. 24,

lines 21-31). Brugger teaches an evaluation unit (col. 21, line 1 to col. 22, line 59, col.

24, lines 21-43, col. 31, lines 9-18). Brugger teaches a reporting unit configured to

report a trouble condition for at least one of the blood pump and the blood purifier when

appropriate (col. 24, lines 35-45, col. 26, lines 7-11 and 30-52, col. 31, lines 9-18).

Brugger teaches that the device is capable of detecting leaks (col. 6, lines 53-59, col. 7,

lines 39-43; note that Applicant's specification teaches that leaks are one of the trouble

conditions to be detected by the sensors, see specification, pages 13 and 31). Brugger

does not expressly teach the evaluation unit evaluating whether a difference between

the first measurement value and the first theoretical value is larger than a first

predetermined acceptable ratio difference. Applicant's specification does not disclose

that the evaluation unit evaluating whether a difference between the first measurement

value and the first theoretical value is larger than a first predetermined acceptable ratio
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difference serves any stated purpose or solves any particular problem as compared to

the prior art. Various mathematical approaches exist for calculating whether a pair of

sensors measuring a concentration are producing the expected results; the

effectiveness of each approach from the patient or clinician's point of view depends not

only on the precise mathematical formula used, but also on the limits considered

tolerable. Applicant has not disclosed that the process of comparing ratios produces

any differences from the prior art in the device's output to the patient. It is well known in

the art of feedback sensors to report a trouble condition when the theoretical values

produced by a sensor do not match the expected results within certain limits. Given that

Brugger teaches all the structural limitations of the claims, including a pair of

measurement units measuring blood concentration in the arterial and venous blood

circuits to detect leaks and other trouble conditions, it would have been obvious to one

of ordinary skill in the art at the time of the invention to modify Brugger to use ratio

differences to calculate when the theoretical values differ enough from the measured

values to determine that a trouble condition exists.

1 0. For Claim 2, Brugger teaches a blood purifier connected between the arterial

blood circuit and the venous blood circuit (hemofilter 34, Fig. 1 1 and col. 5, lines 58-64).

A water removing means is connected to the blood purifier for removing water from the

blood flowing in the blood purifier (ultrafiltration and removal of waste fluid, col. 6, lines

43-60, col. 7, lines 26-30, col. 20, lines 41-67, col. 21, line 24 to col. 22, line 3, and col.

23, line 43 to col. 24, line 34). The purifying rate is the same as the water removal rate

of the water removing means (col.. 21, line 24 to col. 24, line 34).
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11. For Claim 3, Brugger teaches a substitution fluid supplying means disposed to

supply substitution fluid into the blood circuit (replacement fluid, col. 1, lines 37-42, col.

6, lines 1-7, and col. 20, lines 47-54). Brugger teaches a calculating means for

calculating the ratio of the blood concentrations calculated as a theoretical value by the

designated formula using the substitution fluid supplying rate preset for the substitution

fluid supplying means and a filtration rate for the blood purifier in addition to the preset

blood flow rate and the preset water removal rate as parameters (col. 6, lines 43-63, col.

20, line 41 to col. 22, line 59, and col. 23, line 43 to col. 24, line 34). Brugger teaches

the reporting unit being configured to report a trouble condition for at least one of the

blood pump, the blood purifier and the substitution fluid supplying unit (col. 24, lines 35-

45, col. 26, lines 7-11 and 30-52, col. 31, lines 9-18).

Conclusion

Applicant's amendment necessitated the new grounds of rejection presented in

this Office action. Accordingly, THIS ACTION IS MADE FINAL. See MPEP

§ 706.07(a). Applicant is reminded of the extension of time policy as set forth in 37

CFR 1.136(a).

A shortened statutory period for reply to this final action is set to expire THREE

MONTHS from the mailing date of this action. In the event a first reply is filed within

TWO MONTHS of the mailing date of this final action and the advisory action is not

mailed until after the end of the THREE-MONTH shortened statutory period, then the

shortened statutory period will expire on the date the advisory action is mailed, and any
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extension fee pursuant to 37 CFR 1.136(a) will be calculated from the mailing date of

the advisory action. In no event, however, will the statutory period for reply expire later

than SIX MONTHS from the date of this final action.

Any inquiry concerning this communication or earlier communications from the

examiner should be directed to Paula L. Craig whose telephone number is (571) 272-

5964. The examiner can normally be reached on M-F 8:30 AM to 4:00 PM.

If attempts to reach the examiner by telephone are unsuccessful, the examiner's

supervisor, Tatyana Zalukaeva can be reached on (571) 272-1 115. The fax phone

number for the organization where this application or proceeding is assigned is 571-

273-8300.

Information regarding the status of an application may be obtained from the

Patent Application Information Retrieval (PAIR) system. Status information for'

published applications may be obtained from either Private PAIR or Public PAIR.

Status information for unpublished applications is available through Private PAIR only.

For more information about the PAIR system, see http://pair-direct.uspto.gov. Should

you have questions on access to the Private PAIR system, contact the Electronic

Business Center (EBC) at 866-217-9197 (toll-free). If you would like assistance from a

USPTO Customer Service Representative or access to the automated information

system, call 800-786-9199 (IN USA OR CANADA) or 571-272-1000.

Paula L Craig

Examiner
Art Unit 3761
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TATYANA ZALUKAEVA

SUPERVISORY PRIMARY EXAMINER


